Residual, (% FSR)

SEA-BIRD ELECTRONICS, INC.

1808 136th Place N.E., Bellevue, Washington, 98005 USA
Phone: (425) 643 - 9866 Fax (425) 643 - 9954 Email: seahird@seabird.com

SENSOR SERIAL NUMBER: 6353
CALIBRATION DATE: 15-May-09

COEFFICIENTS:

PAD = £.z827¢7e-001
PAl = 2.€219¢1e-0053
PA2 = 2.293128e-0C11
PTEMPAO = —-€.574223e+001
PTEMPAl = £.1322032e+001
PTEMPAZ2 = -2.539482e-001

PRESSURE SPAN CALIBRATION

SBE19plus PRESSURE CALIBRATION DATA

870 psia S/N 2940552

PTCA0 = 5.250524e+005
PTCAl = 1.827791e+001
PTCA2 = -3.783045e-001
PTCBO = 2.513975e+001
PICBl = 9.500000e-004
PTCB2 = 0.000000e+000

THERMAL CORRECTION

PRESSURE INST THERMISTOR COMPUTED ERROR
PRESSURE  %FSR

PSIA OUTPUT OUTPUT
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TEMP THERMISTOR INST

I1S90 OUTPUT  OUTPUT

32.50 1.93
29.00 1.86
24.00 1476
18.50 1.66
15.00 1.59
4.50 1.38
1.00 1.31
TEMP(ITS90)
-5.00
35.00

y = thermistor output; t = PTEMPAO + PTEMPA1 * y + PTEMPA2 * y

x = pressure output - FTCAQ - PTCAIL * t - PTCA2 *t

2

n = x * PTCBO/ (PTC}0 + PTCB1 * t + PTCB2 * t*)
pressure (psia) = PAO + PAl *n+PA2 * n2
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